[Screening and detection of amphetamine derivatives in biological stains].
A GC/MS-method is described for the screening, detection and determination of the commonly used drugs amphetamine, methamphetamine, MDA, MDMA and MBDB in small blood samples and bloodstains using solid phase SPE columns and a pipetting robot (Gilson Aspec XL). The detection limits are in the order of 0.03 to 0.08 microgram/L and the correlation factors between 0.9982 and 0.9998. Furthermore the stability was investigated covering a storage time of 64 days. The method has proven useful in forensic cases with only small sample volumes or bloodstains.